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Laboratory Class 1 SLQA Samples Class 2 SLQA Samples Class 3 SLQA Samples 

IA 1_A0563 1_B3310 1_C5874 2_A3949 2_B2757 2_C2405 3_A0539 3_B3668 3_C4948
Target Sediment               
Concentration 133.73 133.69 133.82 3300.38 3300.29 3300.36 9690.04 9689.91 9689.78 

(mg/L)                   
Reported Sediment               

Concentration 126 126 101 3242 3247 3240 9160 9317 9333 
(mg/L)                   

Target Sediment               
Weight 0.0602 0.0602 0.0602 1.4852 1.4851 1.4852 4.3605 4.3605 4.3604 

(g)                   
Reported Sediment               

Weight 0.0565 0.0565 0.0450 1.4487 1.4518 1.4495 4.1121 4.1806 4.1866 
(g)                   

Target Weight                  
of Fines 0.0501 0.0500 0.0500 1.3500 1.3500 1.3501 4.0005 4.0003 4.0004 

(g)                   
Reported Weight               

of Fines 0.0465 0.0465 0.0347 1.3096 1.3110 1.3103 3.8158 3.8132 3.8199 
(g)                   

Fraction of               
Fines 82.30 82.30 77.10 90.40 90.30 90.40 92.79 91.21 91.24 
(%)                   

Target Weight               
of Sand 0.0101 0.0101 0.0102 0.1352 0.1351 0.1351 0.3600 0.3602 0.3600 

(g)                   
Reported Weight               

of Sand 0.0100 0.0100 0.0103 0.1391 0.1408 0.1392 0.2963 0.3674 0.3667 
(g)                   

Fraction of               
Sand 17.70 17.70 22.90 9.60 9.70 9.60 7.21 8.79 8.76 
(%)                   

                    
Concentration               

Difference -5.78 -5.75 -24.53 -1.77 -1.61 -1.83 -5.47 -3.85 -3.69 
(%)                   

Sediment Mass                  
Difference -6.11 -6.08 -25.27 -2.46 -2.24 -2.40 -5.70 -4.12 -3.99 

(%)                   
Fines Mass               
Difference -7.22 -7.06 -30.65 -2.99 -2.89 -2.94 -4.62 -4.68 -4.51 

(%)                   
Sand Mass               
Difference -0.60 -1.28 1.13 2.90 4.21 3.01 -17.70 2.00 1.86 

(%)                   


